
Inspection Checklist for ACL-3 Laboratories (7 CFR 331, 9 CFR 121, 42 CFR 73)

When information is entered in this form, the form is to be considered "Sensitive Select Agent Information."

Section Regulation Text Observation Status Comments

12(a)

An individual or entity required to register under this part must 

develop and implement a written biosafety plan that is 

commensurate with the risk of the select agent or toxin, given its 

intended use. The biosafety plan must contain sufficient information 

and documentation to describe the biosafety and containment 

procedures for the select agent or toxin, including any animals 

(including arthropods) or plants intentionally or accidentally exposed 

to or infected with a select agent. The current biosafety plan must be 

submitted for initial registration, renewal of registration, or when 

requested.

Entity operating ACL-3 laboratory  complies with 

containment standards outlined in the arthropod 

containment guidelines.

o No

o Yes 

o N/A

12(b)

The biosafety and containment procedures must be sufficient to 

contain the select agent or toxin (e.g., physical structure and features 

of the entity, and operational and procedural safeguards).

Entity operating ACL-3 laboratory  complies with 

containment standards outlined in the arthropod 

containment guidelines.

o No

o Yes 

o N/A
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